Weston  Solutions,  Inc. 


Data  Validation  Report 


INORGANIC  DATA  VALIDATION  REPORT 


To: 

Validated  by: 
Report  Date: 
Project/Site: 
Laboratory  No: 


U.S.  Environmental  Protection  Agency  Region  9 
Diane  Quigley,  Weston  Solutions,  Inc. 

August  11,  2015 

Gold  King  Mine  Emergency  Response 


680-115416-1 


This  memo  presents  the  inorganic  data  validation  report  for  the  data  obtained  during  the 
field  activities  for  the  above  referenced  work  assignment.  The  purpose  of  this  review  is 
to  provide  a Stage  2A  validation  of  the  following  samples  collected  on  August  8,  2015, 
and  analyzed  by  TestAmerica  Laboratories,  Inc.  located  in  Savannah,  GA: 


Field  Sample  Numbers 

Laboratory  ID 

Analyses/Methods 

SJLP-080815-1 1 

680-115416-1 

TAL  Metals  plus  Mo  by  EPA  200.7  and 
200.8 

Mercury  by  EPA  245.1 

Hardness  (calculation)  by  SM2340B 

TSS  by  SM2540D 

TDS  by  SM2540C 

Alkalinity  by  SM2320B 

pH  by  SM4500H+B 

SJFP-080815-1 1 

680-115416-2 

SJHB-080815-1 1 

680-115416-3 

SJSR-080815-11 

680-115416-4 

10_25_20150807-RS 

680-115416-5 

Mo  = Molybdenum 

SM  = Standard  Methods  for  the  Evaluation  of  Water  & Wastewater 
TAL  = Target  Analyte  List 
TDS  = Total  Dissolved  Solids 
TSS  = Total  Suspended  Solids 

Data  validation  was  conducted  in  accordance  with  the  EPA  National  Functional 
Guidelines  for  Inorganic  Superfund  Analyses,  August  2014  (NFG);  Test  Methods  for 
Evaluating  Solid  Wastes,  SW-846,  3rd  Edition  and  Updates;  and  other  applicable  EPA 
methods. 
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Weston  Solutions,  Inc. 


Data  Validation  Report 


Stage  2A  validation  was  performed  on  the  sample  results.  The  data  were  evaluated  based 
on  the  following  parameters: 

* Data  Completeness 

Holding  Times,  Sample  Preservation  and  Receipt 

* Laboratory  Blanks 

NA  Field  Blanks 

Matrix  Spike/Matrix  Spike  Duplicates 

* Laboratory  Duplicate  Samples 

* Laboratory  Control  Samples  (Blank  Spikes) 

* Total  vs.  Dissolved  Metals  Results  Evaluation 

NA  Field  Duplicates 

* Serial  Dilution 

NA  Sample  Dilutions  and  Detection  Limits 

□ All  criteria  were  met  for  this  parameter 
NA  Not  applicable 
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Data  Validation  Report 


Data  Completeness 

The  Level  2 data  package  was  complete  and  included  a case  narrative,  sample  results, 
batch  quality  control  (QC)  results,  QC  association  summary,  chain-of-custody  forms,  and 
a sample  receipt  condition  form.  Raw  data  is  not  required  for  a Level  2 data  package. 

Holding  Times,  Sample  Preservation  and  Receipt 

Surface  water  samples  were  analyzed  for  pH  two  days  after  sampling.  Results  for  pH 
were  flagged  by  the  lab  with  an  “HF”  which  indicates  the  samples  were  analyzed  out  of 
the  15  minute  field  holding  time.  The  pH  results  for  water  samples  were  estimated  (J) 
since  they  were  analyzed  past  the  recommended  holding  time.  All  other  holding  times 
were  met. 

The  samples  were  received  within  the  recommended  <6lIC  NFG  QC  limit.  No  shipping 
or  receiving  problems  were  noted. 

Laboratory  Blanks 

The  method  blanks  (MB)  were  analyzed  at  the  required  frequency.  No  contaminants 
were  found  in  these  blanks. 

Field  Blanks 


No  field  blanks  were  submitted  with  these  samples. 

Matrix  Spike/Matrix  Spike  Duplicates 

Matrix  spike/matrix  spike  duplicate  (MS/MSD)  analyses  were  performed  (on  sample 

SJLP-080815-1 1)  for  all  analyses  except  alkalinity,  TSS,  and  TDS. 

Spike  recoveries  met  the  75-125  percent  recovery  (%R)  metals  criteria  and  the  20% 

Relative  Percent  Difference  (RPD)  criteria  from  the  NFG  except  for  the  following: 

• Several  analyte  spike  recoveries  (Al,  Ba,  Ca,  Fe,  Mg,  K and  Na)  for  sample  SJLP- 
080815-1 1 were  outside  QC  limits  in  the  MS  and  MSD.  Since  the  laboratory 
qualified  these  results  with  a “4”  indicating  the  parent  sample  concentrations  were 
greater  than  four  times  the  spiked  amount,  no  qualifications  are  necessary. 

• Antimony  (38/38%)  and  Zinc  (-/67%)  recoveries  were  below  QC  limits  for 
sample  SJLP-080815-11  in  the  MS  and  MSD.  The  positive  antimony  and  zinc 
results  were  estimated  J-  in  all  samples  due  to  potential  low  bias.  Quantitation 
limits  for  non-detected  results  were  flagged  “UJ”  as  estimated. 
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Laboratory  Duplicate  Samples 

Total  alkalinity,  pH  and  TSS  laboratory  duplicate  analyses  were  performed  on  sample 
SJFP-080815-1 1.  A laboratory  duplicate  was  not  presented  for  TDS  analysis. 

Duplicate  precision  criteria  were  met  for  laboratory  duplicate  sample  results  greater  than 
five  times  the  reporting  limit  (RL).  RPDs  were  less  than  20%  for  aqueous  samples.  For 
sample  results  less  than  five  times  the  RL.  the  absolute  difference  between  the  laboratory 
duplicate  and  the  original  sample  was  less  than  the  RL. 

Laboratory  Control  Samples  (Blank  Spikes) 

At  least  one  laboratory  control  sample  (LCS)  analysis  was  analyzed  per  QC  batch  and, 
for  some  analyses,  a duplicate  LCS  (LCSD)  was  also  analyzed.  All  LCS  analyte 
recoveries  were  within  70-130%R  NFG  control  limit  for  metals  and  mercury  and  within 
the  20%  RPD  NFG  control  limit  for  metals  and  mercury.  Recoveries  were  within  the  lab 
control  limits  for  wet  chemistry  parameters. 

Total  vs.  Dissolved  Metals  Results  Evaluation 


Total  Metals  results  were  greater  than  the  Dissolved  Metals  results  and/or  within  the 
10%D  QC  limits  for  all  metals  analytes  except  for  the  following: 


Sample  ID 

Analyte 

Total  Cone. 

Dissolved  Cone. 

%D 

Qualifier 

SJSR-080815-1 1 

Mo 

1 .2  pg/L 

1.6  (xg/L 

33% 

J 

Sample  results  were  qualified  as  indicated  above. 

Field  Duplicates 

No  field  duplicates  were  submitted  with  this  data  set. 

Sample  Dilution  and  Detection  Limits 

The  laboratory  correctly  “J”  flagged  results  less  than  the  reporting  limits.  The  data 
validator  retained  the  J qualifier  unless  the  analyte  was  qualified  as  non-detected  for 
blank  contamination. 

Raw  data  were  not  provided  or  evaluated  for  this  Level  2 package  to  verify  results  and 
analytical  dilution. 
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DATA  QUALIFIER  DEFINITIONS 

For  the  purpose  of  Data  Validation,  the  following  code  letters  and  associated  definitions 
are  provided  for  use  by  the  data  validator  to  summarize  the  data  quality. 


J - The  associated  numerical  value  is  an  estimated  quantity  because  the  Quality 
Control  criteria  were  not  met. 

J-  - The  associated  numerical  value  is  estimated  with  a low  bias  because  the 
Quality  Control  criteria  were  not  met. 

UJ  - The  reported  quantitation  limit  is  estimated  because  Quality  Control  criteria 
were  not  met.  Element  or  compound  was  not  detected. 

U - The  material  was  analyzed  for,  but  was  not  detected  above  the  level  of  the 
associated  value.  The  associated  value  is  either  the  sample  quantitation 
limit  or  the  sample  detection  limit. 
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ATTACHMENT 

RESULTS  SUMMARY  SHEETS  WITH  QUALIFIERS 
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Client  Sample  Results 

Client:  Weston  Solutions,  Inc.  TestAmerica  Job  ID:  680-115416-1 

Project/Site:-  Gold  King  Mine  - Region  9 

Client  Sample' 1 Lab  Sample  ID:  680-115416-1 

Date  Collected:  08/08/15  15:32  Matrix:  Water 

Date  Received:  08/10115  07:45 


Method:  200,7  Rev  4,4  - Metals  ffCP) 


Analyte 

Result  Qualifier 

HI 

MOL  Unit 

■■■■  ;■:© 

Prepared 

Analyzed 

■ DU  Fac 

; Aluminum 

28000 

200 

24  ug/L 

08/10/15  OS  58 

00/10/15  16:22 

■"I 

Calcium 

84000 

; 50  d 

25  ug/L 

08/10/15  09:56 

08/10/15  15:2.2 

i 

. Iron 

' 29000 

50 

IT  yg/L 

Q8/10/15  09, .56 

0S/1  OH  5 15:22 

. 1 

■ Magnesium 

12000 

:;5® 

33  ug/L 

08/10/15  09.56 

08/10/15  15:22 

' i 

: Potassium 

8100 

1000 

17  ug/L 

08/10/15  09.56 

08/10116  15:22 

T 

i Sodium 

■ mm.. 

1000 

430  ug/L 

08/10/15  09:56 

08/10/15  18:22 

i 

; Method:  200 J Rev  44 

- Metals  (ICP)  - Dissolved 

■ Analyte 

Result  Qualifier 

Rt 

MOL  Unit 

D 

Prepared/ 

Analyzed 

DU  Fac 

1 Aluminum,  Dissolved 

24  0 

200 

24  ug/L 

08/10/15  09.56 

08/10/16  16:52 

; Calcium,  Dissolved 

4T000 

500 

25  ug/L 

08/10115  09:56 

08/10/1518:52 

1 

■■  Iron,  Dissolved 

18  4 

50 

17  ug/L 

08/10/16  09:56 

03/10/1516:52 

1 

j Potassium*  Dissolved 

2400 

1000 

17  ug/L 

00/10/15  09*56 

lpW13:1i::S2 

{.  Magnesium,  Dissolved 

6100 

600 

33  ug/L 

08/10/16  09:56 

■ ,i; 

|.  Sodium*  Dissolved  . 

19000 

1000 

.430.  ug/L 

:0|/lO/1S;Ot:®§ 

0B/1 0/1 5 18:52 

1 

Method:  200.8  - Metals  (ICP/MS) 


Analyte 

Result  Qualifier 

RL 

IflDL  Unit 

D Prepared  Analyzed 

DM  fac 

Antimony 

bUo  u fi  y 3* 

1.0 

0,40  ug/t 

08/ Sllll©8l:Ii 

:i 

Arsenic 

11 

10 

0,37  ug/L 

08/10/15  09:56  08/11/15  09:29 

':"t 

Barium  ■ 

4$Q 

20 

0,14  ug/t 

08/10/15  09  56 

1 

Beryllium 

1.4 

0.40 

0,15  ug/L 

OMWidt*  08/11/15  09:29 

1 

Cadmium 

§Ji 

0.10 

0.043  ug/L 

08/11/15  09  29 

1 

Chromium 

14 

2.0 

10  ug/L 

08/W1f  09:56;  ;0i/«lf  1:09:21 

l 

Cobalt 

9.9 

0.40 

0,12  ug/L 

08/1  Wf  OM  08/11/45:01:21:: 

1 

Copper 

42 

10 

0.50  ug/L 

08/1 0/1 5 09: 56  08/1 1/1 5 09:2t 

1 

Load 

150 

0.30 

0.060  ug/L 

mmimmm  mttmmm 

t 

Manganese 

570 

23 

12  ug/L 

ommmmrn 

1 

Nickel 

13 

10 

0,40.  ug/L 

mmmmm  mmmmm 

1 

Selenium 

0.74  J 

2.0 

0,58  ug/L. 

08/10/15  09:56  00/1 1/18  09:29 

1 

Silver 

0.96  J 

10 

0 10  ug/L 

08/10/15  09:56  08/11/15  09:29 

1 

Thallium 

0.30 

0.20 

0,10  ug/L 

08/10/15  09:56  08/11/15  09:29 

1 

Vanadium 

m: 

10 

0,30  ug/L 

08/10/15  09:56  08/11/16  09:29 

1 

Zinc 

130  FI 

20 

2.8  ug/L 

08/10/15  09  56  08/11/15  09:29 

1 

Molybdenum 

2.4 

10 

0,45  ug/L 

08/10/15  09:56  08/11/15  09:29 

1 

Method:  200.8  * Metals  (ICP/MS)  - 

Dissolved 

■Anftyif.:.' 

Result  Qualifier 

RL 

MOL  Unit 

D Prepared  Analyzed 

Antimony,.  Dissolved 

:.uo»rv 

W 

0.40  ug/L 

""  miMimmm  -■ 

i 

Arsenic,  Dissolved 

0.37  U 

to 

0,37  ug/L 

: i ' 

Barium,  Dissolved 

61 

2.0 

0 14  ug/L 

...  : 

- - ' t 

Beryllium,  Dissolved 

0 15  U 

0 40 

0,15  ug/L 

08/ 1 0/ 1 5 09:56  08/1 1/15  1 1 : 1 1 ;. 

■ ■■  . ' i 

Cadmium,  Dissolved 

0 043  U 

0.10 

0,043  ug/L 

■ ■ T 

Chromium,  Dissolved 

2.0 

1.0  u§/L 

08/10/1509 50  08/11/15  11:11 

■ 1 

Cobalt,  Dissolved 

0.12  J 

0,40 

0,12  yg/L 

08/10/1509:56  00/11/1511:11 

■'  ■■  1 

Copper,  Dissolved 

15 

m 

0,50  ug/L 

IIP® 

' : 1 

Lead,  Dissolved 

...  3 ' 

0,30 

0,060  ug/L 

1 

Manganese,  Dissolved 

5.8 

2.5 

12  ug/L 

Molybdenum*  Dissolved 

..  1.6  . ■ 

TO: 

0.45  ug/L 

■1 

Nickel,  Dissolved 

11  ..  : ' : ' 

10 

GAO  ug/t 

- i 
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Client  Sample  Results 


Client:  Weston  Solutions,  Inc, 

Project/Site:  Gold  King  Mine  - Region  9 

Client  Sample  ID:  SJLP-0e0815-1 1 
Date  Collected:  00108/15  15:32 
Date  Received:  08/10/15:17:45 


TestAmerica  Job  ID:  680-115418-1 


Lab  Sample  ID:  680-115416-1 
Matrix:  Water 


Method:  200*8  - Metals  (ICP/MS)  - Dissolved  (Continued) 


i Analyte 

Result.  Qualifier 

RL 

MDL  Unit 

D Prepared 

■ Analyzed 

Dll  Fac 

Selenium.  Dissolved 

0 58  U 

IS 

0.58  ug/l 

08/10/1 5 0956 

08/11/15  ttv11 

1 Silver,  Dissolved 

&10  U 

1 0 

0.10  ug/l 

08/10/15  09:58 

08/11/1511:11 

: Thallium,  Dissolved 

0,10  "u  - 

ftlft 

0.10  ug/l. 

08/10/15  09:56 

08/1 1/i:§  114.1 

1 

Vanadium,  Dissolved 

\ § M j: 

m 

0.30  ug/l 

■ 08/10/15  09:56 

08/11/15  11:11 

■i 

■ Zinc  Dissolved 

m u y J 

20 

2 8 ug/L 

08/10/15  09:58 

08/11/15  11:11 

■t 

I Method:  23408-2011  * Total  Hardness  (as  CaC03)  by  calculation 

j Analyte  Result  Qualifier  RL  RL  Unit  O Prepared  Analyzed  Dll  Pac 

j;  Total  Hardness  — — — — — ~~  “S3  -——33  ngfL  ~ ____  — 

Method:  245 J « Mercury  (CVAA) 

Analyte  : RL  MDL  Unit  D Prepared  Analyzed  Oil  Pac 

}'  MiraSy  __  - ^SW\SWrf  oUtMSlMi  ~ ~J 


Method:  245.1  - Mercury  (CVAA)  - Dissolved 

Analyte  Result  Qualifier  RL  MDL  Unit  D Prepared  Analyzed  Oil  Pac 


I General  Chemistry 

[ Analyte  Result  Qualifier  . 

j p— — — — 

Analyte  Result  Qualifier 

___— — — —— ■ ~ ~ (j| 

: Total  Suspended  Solids  1300 

Toiai^  250 


NONE 

NONE  Unit 

O'; 

SO 

RL 

RL  Unit 

D 

5.0 

5.0  mg/L 

20 

20  mg/L 

10 

10  mg/L 

Prepared  Analyzed  Oil  Fac 

~ ^WSTliT  — -f 

Prepared  Analyzed  : ; Oi  fad 

WmnWm  ~~~\ 
:0#im5t;i:4S::  ; : 1 
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Client  Sample  Results 


Client:  Weston  Solutions,  Inc, 
Project/Site:  Gold  King  Mine  - Region  9 


Client  Sample  ID:  SJFF-080815-11 

Date  Collected:  08/08/15 18:40 

Date  Received:  08/10/15  07:45  

Method:  200.7  Rev  4.4  - Metals  (ICP) 


TestAmerica  Job  ID:  680-115416-1 


Lab  Sample  ID:  680r1 1541 6-2 

Matrix:  Water 


Analyte 

Result 

Qualifier 

RL 

moi 

Unit 

D 

Prepared 

Analyzed 

Oil  Fac 

Aiumirtum 

22000 

200 

24 

O8/10/15  09:56 

08/10/15  15:33 

1 

Calcium 

80000 

500 

25 

ug/L 

08/1O/15  09:56 

08/10/15  15:33 

1 

Iron 

25000 

50 

17 

ug/L 

08/10/15  09:56 

08/10/15  15:33 

1 

Magnesium 

10000 

500 

33 

ug/L 

08/10/15  09:56 

08/10/15  15:33 

1 

Potassium 

7000 

1000 

17 

ug/L 

08/10/15  09:56 

08/10/15  15:33 

■i: 

Sodium 

22000 

1000 

480 

ug/L 

08/10/15  09:56 

08/10/15  15:33 

Method:  200 J Rev  4.4  - 

Metals  (ICP)  - Dissolved 

Analyte 

Result 

Qualifier 

RL 

MDL 

Unit 

D 

Prepared 

Analyzed 

Oil  Fac 

Aluminum,  Dissolved 

**  """'“■’I 

0 

24 

ug/L 

58/10/15  09:56 

08/10/16  16-55 

1 

Calcium,  Dissolved 

$0000 

500 

25 

ug/L 

08/10/15  09:56 

08/10/15  16:55 

1 

Iron,  Dissolved 

17 

u 

50 

17 

ug/L 

08/10/15  09:56 

08/10/15  16:55 

1 

Potassium,  Dissolved 

2400 

1000 

17 

ug/L 

08/10/15  09:56 

08/10/15  16:55 

1 

Magnesium,  Dissolved 

8400 

500 

33 

ug/L 

08/10/15  09:56 

08/10/15  16:55 

1 

Sodium,  Dissolved 

20000 

1000 

480 

ug/L 

08/10/15  09:50 

08/10/1516:55 

' ■-  1 

Method:  200.8  - Metals  (ICP/MS) 

Analyte 

Result 

Qualifier 

RL 

MDL 

Unit 

D 

Prepared 

Analyzed 

Oil  Fac 

Antimony 

OJi 

J T~ 

10 

0~4G 

ug/L 

08/10/1$  09:56 

08/11/15  09:50 

1 

: Arsenic 

11 

1.0 

0:37 

ug/L 

08/10/15  09:66 

08/11/15  09:50 

1 

Barium 

280 

2,0 

074 

ug/L 

08/10/15  09:56 

08/11/15  09:50 

1 

Beryllium 

8.07 

040 

0,15 

ug/L 

08/10/15  09  56 

08/11/15  09:50 

1 

Cadmium 

0,39 

em 

'0:043 

ug/L 

03/10/15  09:56 

08/11/15  09:50 

1 

Chromium 

9.9 

2.0 

:i§ 

ug/L 

08/10/16  09:56 

08/11/15  09:50 

i 

Cobalt 

'6.1 

0,40 

0.12 

ug/L 

08/10/15  09:56 

08/11/15  09:60 

1 

Copper 

46 

1,0 

050 

ug/L 

08/10/15  09:56 

08/11/15  09:50 

1 

Lead 

200 

030 

0.060 

Ug/L 

08/10/16  09:56 

08/11/15  09:50 

1 

Manganese 

380 

2,5 

ug/L 

08/10/15  09*58 

08/11/15  09:50 

1 

Nickel 

8.9 

1.0 

0,40 

ug/L 

08/10/15  09:56 

08/11/15  09:50 

1 

Selenium 

0.98 

j 

2,0 

0.58 

ug/L 

08/10/16  09:56 

08/11/15  09:50 

1 

Silver 

1*4 

1.0 

0.10 

ug/L 

08/10/15  09:56 

08/11/15  09:50 

1 

Thallium 

8.23 

020 

010 

ug/L 

08/10/15  09:56 

08/11/15  09:50 

1 

Vanadium 

27 

10 

0.30 

ug/L 

08/10/15  09:56 

08/11/16  09:50 

1 

Zinc 

130 

r- 

20 

2.8 

ug/L 

08/10/1509:56 

08/11/15  09:50 

1 

Molybdenum 

3,2 

10 

0.45 

ug/L 

08/10/15  09:56 

08/11/15  09:50 

1 

Method:  200.8  - Metals  (ICP/MS)  - Dissolved 

Analyte 

Result 

Qualifier 

RL 

MDL 

Unit 

D 

Prepared 

Analyzed 

Dit  Fac 

Antimony,  Dissolved 

0,40 

1.0 

040 

ug/L 

08/10/15  09:56 

08/11/1511:15 

T 

Arsenic.  Dissolved 

0.37 

u 

10 

0.37 

ug/L 

08/10/15  09:56 

08/11/1511:15 

1 

Barium,  Dissolved 

88 

2,0 

0,14 

ug/L 

08/10/15  09:56 

08/11/1511:15 

, 4 

Beryllium,  Dissolved 

0.15 

u 

040 

0.15 

ug/L 

08/10/15  09:56 

08/11/15  11:15 

1 

Cadmium,  Dissolved 

0.043 

u 

0.10 

0.043 

ug/L 

08/10/15  09:56 

08/11/1511:15 

1 

Chromium,.  Dissolved 

1 0 

u 

20 

10 

ug/L 

08/10/15  09:56 

08/117151115 

''  1 

Cobalt,  Dissolved 

0.13 

a 

0.40 

0,12 

ug/L 

08/10/15  09:56 

08/11/1511:15 

; 1 

Copper,  Dissolved 

1.5 

10 

0 50 

ug/L 

08/10/15  09:56 

08/11/1511:15 

1 

Lead,  Dissolved 

0.060 

u 

0.30 

0 060 

ug/L 

08/10/15  09:68 

08/11/15  11:15 

1 

Manganese,  Dissolved 

4.6 

2,5 

12 

ug/L 

08/10/15  09:58 

08/11/1511:15 

1 

Molybdenum,  Dissolved 

1.7 

10 

0,45 

ug/L 

08/10/15  09:56 

08/11/1511:15 

1 

Nickel,  Dissolved 

1.2 

10 

0,40 

ug/L 

08/10/15  09:56 

08/11/1511:15 

1 
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TestAmerica  Savannah 


2413430 


8/11/2015 

ED  000552K  00002371-00009 


Client  Sample  Results 


Client:  Weston  Solutions,  Inc.  TestAmerica  Job  ID:  680-11 5416- 1 

Project/Site:  Gold  King  Mine  - Region  9 

Client  Sample  ID:  SJFP-08081 5-1 1 ' lab  Sample  ID:  680-1 1 541 6-2 


Date  Collected:  08/08/15 18:40 
Date  Received:  08/10/15  07:45 

Matrix:  Water 

Wi ' 

Method:  200.8  - Metals  (ICP/MS)  - 

Dissolved  (Continued) 

is 

! Analyte 

Result  Qualifier 

RL 

MBl  um 

D 

Prepared 

Analyzed  Oil  Fac 

lift? 

| Selenium,  Dissolved 

0.56  U 

2.0 

T1  ug/l 

;v^  "-f 

Silver,  Dissolved 

0.10  u 

10 

0.10  wg/L.' 

OS/Wlf 

0S/1i/fi:11i11 4:  "i; 

H 

Thallium,  Dissolved 

0,10  u 

0,20 

"4:M\  ug/l 

06/10/1509:66 

0S/lTflf,i1iil6  1 

Ipfl 

; Vanadium,  Dissolved 

. $30 

' :1,0 

§M 

:OW0/1i:«|0; 

00/11/15  llli  -'t; 

j Zinc,  Dissolved 

m.  s 

20 

2vB.:  U0/L 

Oi/101S:§i:» 

wtimmM  ;i 

Method:  234QB-2011  - Total  Hardness  (as  CaC03)  by  calculation 

Analyte 

Result  Qualifier 

RL 

Rt  Unit 

O 

Prepared 

Analyzed  Dll  Fac 

. Total  Hardness 

190 

Wy 

IJ-  mg/t 

O^WlS  16:S  1 

'&  ' 

' Method:  245.1  - Mercury  (CVAA) 

llfl 

| Analyte 

Result  Qualifier 

RL 

MQl  Unit 

D 

Prepared 

Analyzed  Dll  Fac 

j HiiSfif' 

0.080  0 

- 0,000:  ug/l 

oa/IWifTMfi  ■■■  i 

lift:! 

Method:  245,1  - Mercury  (CVAA)  - 

Dissolved 

In 

j Analyte ; . 

Result  Qualifier 

RL 

MDL  Unit 

O 

Prepared 

Analyzed  Dll  Fac 

j Mercury  Dissolved 

TJ25  

r ooao  ug/l 

oSiMSIHT 

1: 

j General  Chemistry 

Analyte 

Result  Qualifier  NONE 

NONE  Unit 

D 

Prepared 

Analyzed  Dli  Fac 

pH 

8.06  HF  ~J 

SO - 

. J 

Analyte 

Result  Qualifier 

RL 

RL  Unit 

D 

Prepared 

Analyzed  011  Fac 

Alkalinity 

84 

"To  — 

5,0  mg/L 

08/10/15  16:14  1 

Total  Suspended  Solids 

eso 

20 

20  mg/L 

08/11/15  08:37  1 

Total  Dissolved  Solids 

, 290 

10 

10  mg/ 1 

08/10/1511:46  1 

TestAmerica  Savannah 

Page  11  of  36  8/11/2015 


2413430 


ED  000552K  00002371-00010 


Client  Sample  Results 


Client:  Weston  Solutions,  Inc. 
Project/Site:  Gold  King  Mine  - Region  9 


TestAmerica  Job  ID:  680-115416-1 


Up 


Client  Sample  ID:  SJHB-080815-11 
Date  Collected:  08/08/15  19:10 
Date  Received:  08/10/15  07:45 


Lab  Sample  ID: 


680-115416-3 
Matrix:  Water 


111*11 


Method:  200.7  Rev  4.4  - Metals  (ICP) 

Analyte 

Result 

Qualifier 

RL 

MDL 

Unit 

D 

Prepared 

.Abided 

Oil  Fac 

Aluminum 

30000 

~f00  ~ 

—24 

uai/C 

'08/10/15  09:56 

08/10/15  15:37 

1 

Calcium 

77000 

500 

25 

ug/l 

08/10/15  09:56 

08/10/15  15:37 

1 

Q 

Iron 

36O00 

50 

17 

ug/L 

08/10/15  09:56 

08/10/15  15:37 

1 

IBPSSill 

Magnesium 

13000 

500 

33 

ug/1 

08/10/15  09:56 

08/10/15  15:37 

1 

Potassium 

■ 6700 

1000 

17 

ug/L 

08/10/15  09:56 

08/10/15  15:37 

1 

c ‘Vi-K, 

Sodium 

23000 

1000 

480 

ug/L 

08/10/15  09:56 

08/10/15  15:37 

1 

Pi 

Method:  200.7  Rev  4.4  - Metals  (ICP)  - Dissolved 

111  m 

Analyte 

Result 

Qualifier 

RL 

MDL 

Unit 

D 

Prepared 

. Analyzed  : 

Dil  Fac 

, 

Aluminum,  Dissolved 

24 

U'“ 

200 

24 

ug/L 

08/10/15  09:56 

08/10/15  16:59 

yi 

Calcium,  Dissolved 

64000 

500 

25 

ug/L 

08/10/1509:56 

08/10/15  16:59 

i 

P > 

Iron,  Dissolved 

1? 

u 

50 

17 

ug/L 

08/10/15  09:56 

08/10/16  16:59 

i 

Potassium,  Dissolved 

2600 

1000 

17 

ug/L 

08/10/16  09:56 

08/10/15  16:59 

i 

yy. 

Magnesium,  Dissolved 
Sodium,  Dissolved 

6900 

22000 

500 

1000 

33 

480 

ug/L 

ug/L 

08/10/15  09:66 
08/10/15  09:66 

08/1O/15  16:59 
08/10/15  16:59 

i 

i 

fg 

Method:  200.8  - Metals  (ICP/M8) 

Analyte 

Result 

Qualifier 

RL 

MDL 

Unit 

D 

Prepared 

Analyzed 

Oil  Fac 

Antimony 

0,51 

040 

ug/L 

08/11/15  09:54 

1 

Arsenic 

14 

10 

0.37 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

1 

Barium 

570 

2.0 

0.14 

ug/L 

08/10/16  09:56 

08/11/15  09:54 

. 1 

Beryllium 

1.8 

0.40 

0,15 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

1 

Cadmium 

0,51 

0 10 

0,043 

ug/L 

08/10/15  09:66 

08/11/1509:54 

1 

Chromium 

16 

2.0 

1,0 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

1 

Cohalt 

13 

040 

0,12 

ug/l 

08/10/15  09:56 

08/1 1/15  09:54 

1 

Copper 

61 

10 

0.50 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

1 

Lead 

250 

0.30 

0,060 

ug/l 

08/10/16  09:56 

08/11/15  09:54 

1 

Manganese 

940 

2,5 

12: 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

1 

Nickel 

16 

10 

0.40 

ug/l 

08/10/15  09:56 

08/11/15  03:54 

1 

Selenium 

" -1,5 

J 

2 0 

0.58 

ug/l 

08/10/16  08:56 

08/11/1509:54 

1 

Silver 

- ' 1,6 

10 

0.10 

ug/l 

08/10/15  09:56 

08/11/15  09:54 

1 

Thallium 

Mi 

0,20 

0 10 

ug/L 

08/10/15  09:56 

08/11/15  03:54 

1 

Vanadium 

41 

3T— 

1.0 

030 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

1 

Zinc 

170 

20 

2.8 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

T 

Molybdenum 

"m 

10 

0.45 

ug/L 

08/10/15  09:56 

08/11/15  09:54 

1 

Method:  200.8  - Metals  (ICP/MS) 

- Dissolved 

, Analyte 

Result 

Qualifier 

RL 

MDL 

Unit 

D 

Prepared 

Analyzed  . 

Dil  Fac 

Antimony,.  Dissolved 

0.40 

u 

10  ~ 

0,40 

ag/L 

08/10/15  09:56 

08/11/1511:2(3 

1 

Arsenic,  Dissolved 

, 0 37 

u 

10 

0.37 

ug/t 

08/10/15  09:56 

08/11/1611:20 

1 

Barium,  Dissolved 

67 

2,0 

0,14 

ug/L 

08/10/15  09:56 

08/11/1511:20 

1 

Beryllium,  Dissolved 

0.15 

u 

040 

0.15 

ug/t 

08/10/15  09:56 

08/11/1511:20 

1 

Cadmium,  Dissolved 

0.043 

u 

040 

0 043 

ug/L 

08/10/15  09:56 

08/11/1511:20  . 

1. 

Chromium,  Dissolved 

1 0 

u 

m 

10 

ug/t 

O8/10/15  09:56 

08/11/1811:20 

1 

Cobalt,  Dissolved 

0,12 

u 

;040 

0.12 

ug/L 

08/10/15  09:56 

08/11/15  11:20 

1 

Copper,  Dissolved 

1.7 

' '10 

0,50 

ug/L 

08/10/15  09:56 

08/11/15  nm 

1 

lead,  Dissolved 

0 060 

y 

0,30 

0.0S0 

ug/t 

08/10/15  09:56 

08/11/15  1120  : 

1 

Manganese,  Dissolved 

1*2 

j 

m 

12 

ug/L 

08/10/15  09:56 

08/11/1$  11:20 

1 

Molybdenum,  Dissolved 

18 

10 

y#L 

08/10/15  09:56 

08/11/15  11:20 

1 

Nickel,  Dissolved 

11 

10  ' : 

10/40 

ug/t 

08/10/1509:56 

08/11/1511:20 

1 

Pa’gi'ISof  36 
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Client  Sample  Results 


Client:  Weston  Solutions,  Inc. 
Project/Site:  Gold  King  Mine  - Region  9 


TestAmerica  Job  ID:  680-115416-1 


Client  Sample  IDFSJHB-§80815-1T  Lab  Sample  ID:  680-115416-3 


Date  Collected:  08/08/15  19:10 
Date  Received:  08/10/15  07:45 

Matrix:  Water 

|T| 

B 

Method:  200.8  - Metals  (ICP/MS) 
Analyte 

Dissolved  (Continued) 
Result  Qualifier 

RL 

MDL  Unit 

0 

Prepared 

Analyzed 

Dil  Fac 

Selenium,  Dissolved 

om  0 

2,0 

0.58  ug/ L 

mmm  mm 

08/t  1/1 

J: 

■Mil 

Silver,  Dissolved 

0 10  u 

10 

010  ug/L 

08/10/15  00:56 

B 

Thallium,  Dissolved 

0 10  u 

0.20 

0.10  ug/L 

T: 

Vanadium,  Dissolved 

0.34  J ^ 

10 

0.30  ug/L 

mnmmM 

Tv 

mi 

Zinc,  Dissolved 

2.8  U U J 

20 

2.8  ug/L 

T:. 

ii 

Method:  23401-2011  - Total  Hardness  (as  CaCG3)  by  calculation 

Analyte 

Result  Qualifier 

RL 

RL  Unit 

■ 

Prepared 

Analyzed 

Dil  Fac 

Total  Hardness 

L,,-. 

250 

3.3 

3.3  mg/L 

08/10/15  15:37 

1 

Method:  245.1  - Mercury  (CVAA) 

Analyte 

Result  Qualifier 

RL 

MDL  Unit 

D 

Prepared 

Analyzed 

Dil  Fac 

' ISO  0 " 

0,20  " 

0080  ug/L 

08/10/15  16:33 

1 

Method:  245.1  - Mercury  (CVAA) 

- Dissolved 

Analyte 

Result  Qualifier 

RL 

MOL  Unit 

D 

Prepared 

Analyzed 

Dit  Fac 

fSrcii'ry,.  Dissolved 

' f ps  0 

0.20 

0.080  ug/L 

0W07iFT53i‘ 

08/10/15  16:35 

1 

General  Chemistry 

Analyte 

Result  Qualifier 

NONE 

NONE  Unit 

. D 

Prepared 

Analyzed 

Oil  Fac 

pH 

fm  Hf  jp* 

08/10/15  18:32 

1 

Analyte 

Result  Qualifier  ■■ 

RL 

RL  Unit 

D 

Prepared 

Analyzed 

Oil  Fac 

Alkalinity 

02 

5.0 

5,0  mg/L 

08/10/15  16:32 

1: 

Total  Suspended  Solids 

2000 

33 

33  mg/L 

08/11/15  08:37 

1 

Total  Dissolved  Solids 

200 

10 

10  mg/L 

08/10/15  11:48 

% 

Pag©  13-W3S; 
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Client  Sample  Results 


Client:  Weston  Solutions,  Inc. 
Project/Site:  Gold  King  Mine  - Region  9 


TestAmertca  Job  ID:  680-115416-1 


*®p  m 

WM: 

mu 


Client  Sample  ID:  SJSR-Q80815-11 
Date  Collected:  08/08/1S  19:34 
Date  Received:  08/10/15  07:45 


Method:  200.7  Rev  4.4  - Metals  (ICP) 

Analyte 

Result 

Qualifier 

Aluminum 

42000 

Calcium 

74000 

Iron 

36000 

Magnesium 

16000 

Potassium 

0500 

Sodium 

28000 

Method:  200.7  Rev  4.4  - Metals  (ICP)  - Dissolved 

Analyte 

Result 

Qualifier 

Aluminum*  Dissolved 

610 

Calcium,  Dissolved 

50000 

Iron,  Dissolved 

360 

Potassium,  Dissolved 

2600 

Magnesium,  Dissolved 

6400 

Sodium,  Dissolved 

25000 

Method:  200,8  - Metals  (ICP/MS) 

/Analyte 

Result 

Qualifier^ 

Antimony 

o 

A 

o 

u u~y 

Arsenic 

7.2 

Barium 

640 

Beryllium 

2,3 

Cadmium 

0.19 

Chromium 

22 

Cobalt 

17 

Copper 

38 

Lead 

32 

Manganese 

810 

Nickel 

22 

Selenium 

1*3 

J 

Silver 

0.12 

J 

Thallium 

0.43 

Vanadium 

50 

Zinc 

100 

Molybdenum 

1.2 

.7" 

Method:  200J  - Metals  (ICP/MS)  * 

Dissolved 

Analyte 

Result 

Qualifier 

Antimony,  Dissolved 

0.40 

« -yf 

Arsenic,  Dissolved 

0,84 

J 

Barium,  Dissolved 

68 

Beryllium,  Dissolved 

0,15 

u 

Cadmium,  Dissolved 

0.043 

u 

Chromium,  Dissolved 

1.0 

u 

Cobalt,  Dissolved 

0.29 

J 

Copper,  Dissolved 

2.1 

Lead,  Dissolved 

0.51 

Manganese,  Dissolved 

13 

Molybdenum,  Dissolved 

1.6 

T 

Nickel,  Dissolved 

1.4 

Lab  Sample  ID:  680-115416-4 


Matrix:  Water 

Rt 

MDL  Unit 

D Prepared 

Analyzed 

Oil  Fac 

200 

24  ug/L 

08/10/15  08:56 

08/10/15  1541 

1 

500 

.25  ug/L 

08/10/15  09' 56 

08/10/15  15:41 

1 

50 

17  ug/L 

08/10/15  09:56 

08/10/15  15:41 

1 

500 

3-3  ug/L 

08/10/15  09:56 

08/10/15  15:41 

1 

1000 

17  ug/L 

08/10/15  09:56 

08/10/15  15:41 

1 

1000 

480  ug/L 

08/10/15  09:56 

08/10/15  15-41 

1 

RL 

MDL  Unit 

D Prepared 

. Analyzed 

Oil  Fac 

200 

24  ug/L 

08/10/15  09:56 

08/10/#:t|O3 

1 

500 

25  ug/L 

08/10/15  09:56 

08/10/15  17  03 

1 

50 

17  ug/L 

08/10/15  09:56 

08/10/15  17:03 

1 

1000 

17  ug/L 

08/10/15  09:56 

08/10/15 17:03 

1 

500 

33  ug/L 

08/10/15  09:56 

08/10/15  17:03 

1 

1000 

480  ug/L 

08/10/15  09:56 

08/10/15  17:03 

1 

RL 

MDL  Unit 

D Prepared 

Analyzed 

Dll  Fac 

1.0 

0.40  ug/L 

08/10/15  09:56 

08/11/15  10:07 

i 

1.0 

0.37  ug/L 

08/10/1509:56 

08/11/15  10:07 

i 

20 

0.14  ug/L 

08/10/15  09:56 

08/11/16  10:07 

1 

0.40 

0.15  ug/L 

08/10/15  09:56 

08/11/1510:07 

i 

010 

0.043  ug/L 

08/10/15  03:56 

08/11/1510:07 

i 

2,0 

10  ug/L 

08/10/15  09:56 

08/11/1510:07 

i 

0.40 

0.12  ug/t 

08/10/15  09:  SS 

08/11/1510:07 

1 

10 

0.50  ug/L 

08/10/15  09:56 

08/11/1510:07 

1 

030 

0.080  ug/L 

08/10/15  09:56 

08/11/1510:07 

1 

2.5 

12  ug/L 

08/10/15  09:56 

08/11/1510:07 

i 

1.0 

0.40  ug/L 

08/10/15  09:56 

08/11/15  10:07 

i 

2.0 

0,58  ug/L 

08/10/15  09:56 

08/11/15  10:07 

i 

1.0 

0,10  ug/L 

08/10/15  09:56 

08/11/1510:07 

i 

0.20 

0.10  ug/t 

08/10/15  09:  56 

08/11/15  10:07 

i 

1.0 

0,30  ug/L 

08/10/15  09:56 

08/11/15  10:0? 

1 

20 

2.8  ug/L 

08/10/15  09:58 

08/11/15  10:07 

i 

10 

0 45  ug/L 

08/10/15  09:56 

08/11/15  10:07 

i 

RL 

MDL  Unit 

D Prepared 

Analyzed 

Oil  Fac 

10 

" 5-40  ug/L 

00/10/15  09  56 

08/11/15  11:24 

1 

10 

0.37  ug/L 

08/10/15  09:56 

08/11/15  11:24 

1 

2.0 

0.14  ug/L 

08/10/15  09:56 

08/11/1511:24 

1 

0 40 

0.15  ug/L 

08/10/15  09:56 

08/11/15  11:24 

1 

0.10 

0.043  ug/L 

08/10/15  09:56 

08/11/1511:24 

1 

2.0 

I Q ug/L, 

08/10/15  09:56 

08/11/1511:24 

1 

040 

0.12  ug/L 

08/10/15  09:56 

08/11/15  11:24 

1 

10 

0.5O  ug/L 

08/10/1509:56 

•it 

0» 

, 0.060  ug/t 

08/10/16  09:56.: 

08/11/16 

1 

2,5 

12  ug/L 

08/10/15  09:56 

08/11/1511:24 

1 

10 

08/10/1608:56 

08/1.1/15  11:24 

1 

10 

0.40  ug/L 

08/10/16  09:56 

08/11/1511:24 

1 

m, 


m t ,v 

■■ 

fit  m 

: 

pi 

Iff  '■>  m 

Civ  m 

M*0m 
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Client  Sample  Results 


Client:  Weston  Solutions,  Inc.  TestAmerica  Job  ID:  680-115416-1 

Project/Site:  Gold  King  Wine  - Region  9 

Client  Sample  ID:  SJSR-080815-11  Lata  SampielD:680-1 1541 6-4 

Date  Collected:  08/08/15  19:34  Matrix:  Water 

Date  Received:  08/10/15  07:45 


Method:  200.8  - Metals  (ICP/MS)  - Dissolved  (Continued) 


Analyte 

Result  Qualifier 

Rt 

MDL  Unit 

D Prepared  Analyzed 

Dil  Fac 

Selenium,  Dissolved 

0 58  U 

2.0 

0.58  ug/L 

08/10/15  09:56  08/11/1511:24 

1 

Silver,  Dissolved 

0.10  u 

1,0 

0.10  ug/L 

08/10/15  03:56  08/11/16  11:24 

1 

Thallium,  Dissolved 

0T0  U 

0.20 

0.10  ug/L 

08/10/15  09:56  08/11/15  11:24 

1 

Vanadium,  Dissolved 

2,0 

10 

0,30  ug/L 

08/10/15  03:56  08/11/16  11:24 

1 

Zinc,  Dissolved 

5.i  j 

20 

2,8  ug/L 

08/10/15  03:58  08/11/15  11:24 

1 

Method:  2340B-2011  - Total  Hardness  (as  CaC03)  by  calculation 

Analyte 

Result  Qualifier 

Rl 

RL  Unit 

D Prepared  Analyzed 

Dll  Fac 

Total  Hardness 

250 

3,3 

3,3  mg/t 

08/10/15  15:41 

1 

Method:  245.1  - Mercury  (CVAA) 

Analyte 

Result  Qualifier 

RL 

MDL  Unit 

D Prepared  Analyzed 

Dil  Fac 

Mercury 

0.080  U 

0,20 

0.080  ug/L 

08/10/15  09:17  08/10/1515:36 

1 

Method;  245.1  - Mercury  (CVAA) 

- Dissolved 

Analyte 

Result  Qualifier 

RL 

MDL  Unit 

D Prepared  Analyzed 

Dll  Fac 

Mercury,  Dissolved 

0.080  U 

<535 

:6.0B:;ug/t 

08/!  0/1 5 12:21  08/10/15  16  38 

General  Chemistry 

Analyte 

Result  Qualifier 

mm: 

NONE  Unit 

D Prepared  Analyzed 

Dil  Fac 

pH 

8.10  HF  3* 

su 

08/10/15  16:38 

T 

Analyte 

Result  Qualifier 

RL 

RL  Unit 

D Prepared  Analyzed 

Dil  Fac 

Alkalinity 

m 

M 

5.0  mgIL 

08/10/15  16:38 

1 

Total  Suspended  Solids 

2688 

m. 

33  mg/t 

08/11/15  08:37 

1 

Total  Dissolved  Solids 

298 

10 

10  mg/l 

08/10/1511:46 

1 

jr> 

i7  ^ 

r ,v 
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Client  Sample  Results 


Client:  Weston  Solutions,  Inc. 
Project/Site:  Gold  King  Mine  - Region  9 


TestAmerica  Job  ID:  680-115416-1 


■/limn 


Client  Sample  ID:  1G-25J201 50807. 
Date  Collected:  08/07/15  11:30 
Date  Received:  08/10/15  07:45 


Lab  Sample  ID:  680-115416-5 

Matrix:  Water 


Method:  200,7  Rev  4.4  - Metals  flCP) 


Analyte 

Result  Qualifier 

Ri 

MOL  Unit 

D 

Prepared 

•;Api#ied:-- 

Dll  Fac 

Aluminum 

21000 

200 

24  yg/L 

08/10/16  09:56 

08/10/15  15:45 

1 

Calcium 

68000 

500 

25  ■ ug/L 

08/10/15  09:56 

08/10/15  15:45 

1 

Iron 

18000 

50 

17  ug/L 

08/10/15  09:56 

08/10/15  15:45 

1 

Magnesium 

12000 

600 

33  ug/L 

08/10/15  09  56 

08/10/16  15:45 

1 

Potassium 

8800 

1000 

17  ug/l 

08/10/15  09:56 

08/10/15  15:45 

1 

Sodium 

25000 

1000 

480  ug/l 

08/10/15  09:56 

08/10/15  15:45 

1 

Method:  200.7  Rev  4,4  - Metals  (ICP)  - Dissolved 

Analyte 

Result  Qualifier 

Rt 

MDL  Unit 

D 

Prepared 

Analyzed 

Oil  Fac 

Aluminum.  Dissolved 

24  U 

200 

24  ug/t 

08/10/15  09:56 

08/10/15  17:07 

1 

Calcium,  Dissolved 

58000 

500 

25  ug/t 

06/10/15  09:56 

08/10/15 17:07 

1 

Iron,  Dissolved 

17  U 

50 

17  ug/L 

08/10/15  09:56 

08/10/15  17:07 

1 

Potassium,  Dissolved 

2500 

1000 

17  ug/t 

08/10/15  09:56 

08/10/15  17:07 

1 

Magnesium,  Dissolved 

7300 

600 

33  ug/L 

08/10/15  09:56 

08/10/15  17:07 

1 

Sodium,  Dissolved 

23000 

1000 

480  ug/l 

08/10/15  09:56 

08/10/18  17:07 

1 

Method:  200.8  - Metals  (ICP/MS) 

Analyte 

Result  Qualifier 

RL 

MDL  Unit 

D 

Prepared 

Analyzed 

Oil  Fac 

Antimony 

0.40  0 (J.J 

10 

0,40  ug/l 

08/10/15  09:56 

08/11/1510:11 

. ' T 

Arsenic 

3.7 

10 

0.37  ug/l 

08/10/15  09:56 

08/11/1510:11 

1 

Barium 

330 

2.0 

0,14  ug/l 

08/10/15  09:56 

08/1 1/15  1041 

i 

Beryllium. 

8 ,03 

0 40 

0.15  ug/l 

08/10/15  09:56 

08/11/16:1011 

i 

Cadmium 

. 0*20 

0.10 

0043  ug/t 

08/10/15  09:56 

08/11/1510:11 

1 

Chromium 

11 

2.0 

10  ug/t 

08/10/15  09:56 

08/11/1510:11 

1 

Cobalt 

7.4 

040 

0.12  ug/L 

08/10/15  09:56 

08/11/1510:11 

1 

Copper 

17 

10 

0,50  ug/t 

08/10/15  09:56 

08/11/1510:41 

1 

Lead 

15 

0.30 

0.060  ug/t 

08/10/15  09:56 

08/11/1510:11 

i 

Manganese 

300  ■ 

2.5 

12  ug/t 

08/10/15  09:56 

08/11/1510:11 

i 

Nickel 

10  ■ 

10 

0 40  ug/t 

08/10/15  09:56 

08/11/1510:11 

1 

Selenium 

0*74  J .. 

2.0 

0.S8  ug/t 

08/10/15  09:56 

08/11/1510:11 

i 

Silver 

010  U 

10 

O.10  ug/l. 

08/10/15  09:66 

08/11/1510:11 

i 

Thallium 

Mi  J 

0.20 

0.10  ug/L 

08/10/15  09:56 

08/11/1510:11 

1 

Vmadium 

25  r 

10 

0.30  ug/L. 

08/10/15  09:56 

08/11/1510:11 

1 

Zinc 

57  d ^ 

20 

2,0  ug/L 

08/10/15  09:56 

08/11/1510:11 

i 

Molybdenum 

1.5 

10 

0.45  ug/L 

08/10/15  09:66 

08/11/15 10:11 

i 

IWfefbod;  200*8  * Metals  (ICP/MS)  * 

Dissolved 

Analyte 

Result  Qualifier 

RL 

MDL  Unit 

D 

Prepared 

: Ahi«^tdv.. 

Oil  Fac 

0,40  0 (Pj 

m 

6.25  ug/t 

08/10/15  09:56 

08/11/1511:28 

1 

Arsenic,  Dissolved 

0.56  J 

to 

0.37  ug/t 

08/10/15  09:56 

08/11/1511:28 

1 

Barium,  Dissolved 

68 

2 0 

0,14  ug/L 

08/10/15  09:56 

08/11/1511:28 

1 

Beryllium,  Dissolved 

015  U 

0.40 

0.15  ug/t 

08/10/15  09:56 

08/11/1511:28 

1 

Cadmium,  Dissolved 

0.043  U 

0 10 

0,043  ug/l 

08/10/15  09:56 

08/11/15  11:28 

1 

Chromium,  Dissolved 

1.0  u 

2.0 

10  ug/l  . 

08/10/15  09:56 

08/11/1511:28 

1 

Cobalt,  Dissolved 

0.96 

040 

0 12  ug/L 

08/10/15  09:56 

08/11/15  11:28 

1 

Copper,  Dissolved 

12 

10 

0.50  ug/t 

08/10/1509:56 

08 mm  11:28 

1 

Lead,  Dissolved 

0.093  J 

0.30 

O.06O  ug/l 

08/10/15  09:56 

08/11/15  11:20 

1 

Manganese,  Dissolved 

3.3 

' 25  ' ' 

1.2  ug/l 

08/10/15  09'56 

08/11/1511:28 

1 

Molybdenum,  Dissolved 

15 

10 

yD#  ug/L 

08/10/15  09:56 

08/11/15  11:28 

1 

Nickel,  Dissolved 

10 

10 

0,40  yg/L 

08/10/15  09:56 

08/11/1511:28 

1 
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Client  Sample  Results 


Client:  Weston  Solutions,  Inc. 
Rroject/Site:  Gold  King  Mine  - Region  9 


TestAmerica  Job  ID:  680-115416-1 


Client  Sample  ID:  10-25_201508Q7_RS 
Date  Collected:  08/07/15 11:30 
Date  Received:  08/10/15  07:45 

Method:  200.8  - Metals  (ICP/MS)  - Dissolved  (Continued) 


Lab  Sample  ID:  680-115416*5 

Matrix:  Water 


{ Analyte 

Result  Qualifier 

RL 

MDL 

Unit 

D 

Prepared . 

Analyzed 

mwm 

| Selenium,  Dissolved 

0.58  U 

2.0 

0,58 

ug/L 

08/10/1509:56 

08/11/1511:28 

■ "i 

j Silver,  Dissolved 

0.10  u 

, 1,0 

0.10 

ug/L 

08/10/1509:56 

08/11/15  11:28 

:i 

j Thallium,  Dissolved 

0,10  u 

0,20 

0.10 

ug/L 

08/10/15  09:56 

T 

i Vanadium,  Dissolved 

1.3 

10 

0.30 

uoA. 

mmmM 

%■ 

j Zinc,  Dissolved 

2-8  U gS 

20 

2., 8 

ug/l 

08/10/15,00:86 

i 

Method:  2340B-2011  - Total  Hardness  (as  CaC03) 

by  calculation 

j Analyte 

Result  Qualifier 

RL 

RL 

Unit 

0 

Prepared 

Analyzed 

011  Fac 

j Total  Hardness 

220 

3.3 

3,3 

mg/L 

08/10/15  15  45 

1 

Method:  245.1  - Mercury  (CVAA) 
| Analyte 

Result  Qualifier 

RL 

MOL 

Unit 

D 

Prepared 

Analyzed 

Oil  fas 

[ Mercury 

""’TOO  ~ 

0.080 

08/10/15  09  17 

_____ 

Method:  245.1  - Mercury  (CVAA)  - 

Dissolved 

| Analyte 
Mercury,  Dissolved 

Result  Qualifier 

6,SIS  u 

RL 

0.20 

MOL 

0,080 

D 

Prepared 

08/10/15  12:21 

Analyzed 
08/10/15  16  41 

Oil  Fac 
1 

...  .. 

j General  Chemistry 
Analyte 

Result  Qualifier 

mm 

NONE 

Unit 

D 

Prepared 

Analyzed 

Dll  Fac 

pH 

8.18  HP  f 

my 

08/10/15  16:47 

1 

Analyte 

Result  Qualifier 

RL 

RL 

Unit 

0 

Prepared 

Analyzed 

Dll  Fac 

j Alkalinity 

11© 

” lo  ^ 

6.0  mg/L 

08/10/15  16:47 

, 

j Total  Suspended  Solids 

1700 

33 

33 

mg/L 

08/11/15  08:37 

1 

; Total  Dissolved  Solids 

200 

10 

10 

mg/L 

08/10/15  11:46 

■1; 

SX  * «f 

;|||*t§ 


S 

iff, 

i§!§: 


ill 


A 
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